An accessory table for supine horizontal-beam polytome laminagraphy.
A two-part accessory table for use with the Philips Polytome is described. It permits brow-up lateral polytomography and submentovertex examinations to be carried out with the patient resting comfortably. Accuracy to 1 mm in positioning of the tomographic section is maintained.